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Certificate No. DIRECTIONS
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This laboratory is the National Legal Metrological Verification Institution in southern China set up by the General

Administration of Quality Supervision, Inspection and Quarantine ofthe People's Republic of China (AQSIQ) under

authorization certificatesNo.(2017)01 043 &. (2017)01032. The quality system is in accordance with ISO/IEC
17025:2005.
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All data issued by this laboratory are traceable to national primary standards and International System of Units (SI).
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The measured results of technical characteristics are shown in table I :
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i4,EEnsote:
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In accordance with "JJFl059.l-2012 Evaluation and Expression of Uncertainty in Measurement"

the expanded uncerlainty in measurement:U: 6 HL (Coverage factor k = 2).
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The item marked with a "x" is fail.
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